MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM [ RECEIVED l
DATAMASTER MAINTENANCE REPORT By Carol Day at 1:49 pm, Sep 06 2013

Complete this report at the Uime of the regular monthly preventive maintenance check (inot to exceed 35 days).
Complate this report whenever the instrument is serviced or repalred and whenever It is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SH NAME OF AGENGY DATE OF INSPECTION
201302 _ St. Joseph Police Depariment ' ‘ 09/04/2013
LOCATION OF INSTRUMENT {STREEY AND CITY) TIME OF INSPECTION
501 FARAON ST, JOSEPH, MO 1936

CHECKLIST: Place a mark In the box by each item If found lo be sallsfactory or if operaling within established limils. (Write in obsarved values
where determined.) Unmarked ftems must be correcled before using instrument.

P DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 09/04/2013 1936
COMPUTER DETECTOR
PROGRAM FILTERS
DX HEATERS SAMPLE GHAMBER 48 00 QUARTZSTANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED B4 PRINTER
INDICATOR LIGHTS
SIMULATOR SOLUTION SUPPLIER REP CO MARKETING INC LOT # 12001 EXRDATE 04/02/2014
SIMULATOR TEMP (34'C + 0.2'C) 34.0 oc SIMULATOR SN SD2278 EXP, DATE 12/17/2013

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run lhres tests using a standard solution. All three tests must be within £6% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solutlon being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE .
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 2 -

TEST 3

TEST 1 - 404 099 099

PERFORM R.F.l. TEST {PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 {0-.04) 0 {.05-.69) 5 |(.10—.14) ) {15-.08) n {OVER .19) i

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE 7O RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE iF HECESSARY).

INSPECTING OFFIC I
SIGNATURE PRINT FULL NAME
SCOTT GARY
TYPE Il PER U8, PIRATION DATE TELEPHONE NUMBER
220179 08/03/2014 816-271-5359
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Deparliment of Health and Senior Services, Southeast District Office

2875 James Bivd.
Poplar Bluff, MO 63901

MO 580-1468 (2-08) ANRCHAL OPPORTIREEY/AFFIRYATIVE ACTION FNVPLOYER
services provided on a rondizar[matory basls

1AB-116



BEPCO MARKETING INC.

33101168 STONYBROOK DRIVE
AALEIGH, NC. 27604
019-876-5480

CERTIFTCATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 12001
.EXPIRATION DATE: April 2,2014 at 11:59 p.m.

~ RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. menufactured, tested and supplied Lot
Number 12001  of Alcohol Certified Solution for simulators. Random
samples of said lot nwnber were analyzed by an independent labosatory
utilizing a gas chromatograph and found to contain __ 1265 gms/dl +-

003 gms/dt witvol ethanol (95% Confidencs).
" The alcohol and distitled water used in the solwiion werc found to be

free of any interferring substance.
This  solution will produce a vapor alcohol value of 108 -+-3%

gms/210L; Breath when heated to 34 Degrees Celsius +/-0.2 Dggrees C@lsius -

in a simulator (95% Confidence).
The date of manufacture for this lot number 18 Aprﬁ 3. 2012,

The expiration date for this lot mumber is __April 2, 2014

at 11:59 p.m.
This document is a h'ue representation. of the original Certificate of

SR

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM 02



FACE THIS SIDE DOWN THIS EDGE IN FIRS' FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DatalMaster . BAC DatalMlaster
Evidence Ticket ' -Evidence Ticket
STATE OF MISSOURI . STRTE QF MISEOURI
ET. JOREPH POLICE DEPARTMEMT : ST.JOSEFH POLICE DEPARTMEMT
BAC DATAMASTER SERIAL HUMEER Pol3p2 BAC DATAMASTER SERIAL HUMBER 201362
Baoid-1 3 . AR-fdo13
ARREST TIME: 19:85 —TEETIHG OFFICER:
SUBJECT NAME: . I BARY/ECOTT

K OFFICER 1.0, 18313
DOEr B9-8%9-59 SEXI M PERMIT HUMEER: 2RQ1V0
STATE~D.L.* MD~98& EXFIRBTION DATE: 88-.03-14
FARRERTING OFFICER: . ' MISCELLANEOUS DATHS

FF : | :

OFFICER .M, RRF ! ~-— ZUPERVISOR MODE -—-
TEETIHG OFFICFER: - '

GHRYZZE0TT ) ELAME TEST v G3E 19: 58
OFFICER I.D.: 1013 ; INTERMAL RTANDARD VERIFIED 192:56
FPERMIT MHUMBEER: 28179 . EXTERMAL STAMNDREDR L 898 19:55
EXFIRATION IATE: 828714 ) BLAMK TEST . EBEE 1957
MISCELLRMEGUS paATH: EXTERNAL STAMNIARD =399 19557

EFY TE=T - BELANK TEST - HEE 1252

EXTERMHAL STAMDARD . 399 19158
~=—~ EREATH BHALYRIS —— BLAMK TEST . FEE 1959
___JELHHK TEKT . B8 o -—n——LJH = 3
INTERNAL STHMDARD YERIFIER 19:33 2IM. = .1
RADIO IMNTERFEREMCE R 5 1 C T € 1= =7
-
I
i
OPERATOR SIGNATURE E OPERATOR SIGNATURE
“ard Stock No, o Gard Slock No.
30021 REORDER ALL SUPPLIES FROM NRAS, {  oooat gg?ggf’;‘qg;},ﬁggg},{gf;%%%;{‘ﬁ-

RO, BOX 1435, MANSFIELD, OH 44901
[



FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
Evidence Ticket

STRTE OF MISEOURI
5T JOSEFH POLYCE TEFARTMEMT

BAC DATAMASTER ZERIAL HUMBER 281z
@9.-04..13
19524
~=— DIAGMOSTIC CHECK ——
COMPUTER: OkAY

PROGRAM (B4-B7F-206%3  OKAY

HEATERS

SAMPLE CHAMEER: 45c

FLOW DETECTOR: OKAY

PUNF

HIGH SFEED: OkAY

LETECTOR: . C okmy
| FILTERS: OKAY
_

AUARTZ STAMDARD: AKAY

CALIBRATION: ORAY

FRIHTER TEST
PUBERE Ok, - ARIE4567E% (=0 PEABCTIERS
HIJELMNOPERSTUYMKEYZDN T abede fahi ik 1nno
parsiuseeygz{{ 337

OPERATOR SIGNATURE

Caid 8lock No.
50021 REOADER ALL SUPPLIES FROM N.PAS.
PO.BOX 1435, MANSFIELD, OH 44901




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE |I

SCOTT GARY

is hereby authorized to Instruct and supervise operators, train Instructors, Inspect,
calibrate, perform fletd repalrs, and operate the following breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

for the determination of the alcoholle content of blood from a sample of explred (alveolar)
air. {ssued under the provislons of sections 677,020 throuah 577,041, RSMo 1986,

08/03/2012 (Ase ssui

Director of Stale Publio Health Laboratory
Number 220 1 79

: T Bt
ates 08/03/2014 /447 &

Direstor, Dopartment of Health
MO 5300771 (7-86) Lab, 4 (R7-82)




